Abstract: This paper describes the design of a front-end receiver amplifier for capacitive micromachined ultrasonic transducer (CMUT). The proposed operational amplifier (op amp) consists of a full differential folded-cascode amplifier stage followed by a class AB output stage. A feedback resistor is applied between the input and the output of the op amp to make a transimpedance amplifier. We analyzed the equivalent circuit model of the CMUT element operating in the receiving mode and obtained the static output impedance and center frequency characteristics of the CMUT. The op amp gain, bandwidth, noise, and power consumption trade-offs are discussed in detail. The amplifier was fabricated using GlobalFoundries 0.18-µm complementary metal-oxide-semiconductor (CMOS) technology. The open loop gain of the amplifier is approximately 65 dB, and its gain bandwidth product is approximately 29.5 MHz. The measured input reference noise current was 56 nA/ √ Hz@3 MHz. The amplifier chip area is 325 µm × 150 µm and the op amp is powered by ±3.3 V, the static power consumption is 11 mW. We verified the correct operation of our amplifier with CMUT and echo-pulse shown that the CMUT center frequency is 3 MHz with 92% fractional bandwidth.
Introduction
In the field of ultrasonic imaging systems, capacitive micromachined ultrasonic transducers (CMUTs) have attracted a lot of attention owing to their own unique advantages [1] [2] [3] . Compared with piezoelectric transducers, CMUTs have a higher receiving sensitivity, wider bandwidth, and lower cost, and they are easier to integrate with complementary metal-oxide-semiconductor (CMOS) integrated circuits [4] [5] [6] . The easy integration characteristics of CMUTs can meet the requirements of developing miniaturized and intelligent imaging systems. In ultrasonic imaging applications, CMUTs can be used for intravascular imaging [7] , intracardiac echographies [8] , biometric applications [9] , underwater imaging [10] , and so on. In these ultrasonic imaging applications, obtaining received signal with a high signal-to-noise ratio (SNR) is indispensable for acquiring high resolution images [7, 8] . To meet the demands of high SNRs in the field of CMUT-based imaging, specialized receiver circuits should be designed. Optimizing the parameters, such as gain, noise, and bandwidth is the key point to improve the performance and reliability of imaging systems. Many specific amplifier circuits have been introduced in previous studies for the sensed CMUT output current signal [8] [9] [10] [11] [12] [13] [14] [15] [16] . In [11] , a charge amplifier was designed and a strong correlation was verified between simulated and actual CMUT The CMUT element is composed of multiple cells connected in parallel, and each cell mainly consists of top and bottom electrodes, membrane, vacuum cavity and insulating layer [10] . The insulation layer can prevent electrical short circuit between the top and bottom electrodes. The CMUT can be used to transmit ultrasonic waves and receive ultrasonic waves, while a direct current (DC) bias voltage is essential. The CMUT is processed by silicon-silicon-on-insulator (Si-SOI) low-temperature bonding technology and a detailed description of this fabrication process can be found in the literature [10] . The membrane size and cavity size of the CMUT with this processing technology are highly controllable and the membrane thickness is consistent. The single CMUT element consists of 30 × 30 cells, and the area of the single CMUT element is 500 µm × 500 µm, as shown in Figure 1a . Since the CMUT is an electrostatically actuated mechanical device, using an electrical equivalent circuit to simulate the mechanical system of the CMUT is an effective method for analyzing its mechanical and electrical properties near the resonant frequency. As shown in Figure 1 , we used a four-element Butterworth-van-Dyke (BvD) equivalent circuit to represent the CMUT [18, [21] [22] [23] . The CMUT BvD model has four elements: C 0 is the motional capacitor (inversely proportional to CMUT membrane stiffness), R 0 is the motional resistor (quantifying dissipative losses), L 0 is the motional inductor (proportional to CMUT membrane mass), and C 1 is the electrical capacitance across the CMUT parallel electrodes. The special parameters of the four elements were listed in Table 1 . According to the CMUT BvD equivalent circuit model, the impedance of the CMUT ZCMUT, is given by:
The minimum impedance frequency fs is given by:
where fs is the series resonant frequency when L0 resonates with C0. According to Equations (1) and (2) and Table 1 , the output static impedance of the CMUT element is about 5 Ω and resonant frequency of the CMUT is about 5.3 MHz. However, in actual operation, due to the packaging factor of CMUT and the impedance mismatch of sound waves propagating in water, the resonant frequency of actual operation will decrease. It is verified by experiments that the resonant frequency of CMUT under water is about 3 MHz. The output impedance of CMUT in other literatures are dozens kΩ or several MΩ [13,18,21,23,] , but the output static impedance of our CMUT device is much lower. The low output impedance requires the low input impedance of the receiver circuit to get more sensed current from the CMUT.
Full-Differential Operational Amplifier Design
When designing the front-end receiver circuit of the CMUT, the impedance of the amplifier should match that of the CMUT to obtain a high SNR. Parameters, including reference input current noise, gain, and bandwidth should accord with the CMUT output current signal. The reference input current noise should be minimized so as to improve the detected sensitivity of current circuit, and the bandwidth of the amplifier and signal speed should be adjusted so as to have a high gain for reducing the influence of subsequent circuit noise on the whole system. A schematic diagram of the front-end receiver circuit with the CMUT is shown in Figure 2 . The input CMUT current flows According to the CMUT BvD equivalent circuit model, the impedance of the CMUT Z CMUT , is given by:
The minimum impedance frequency f s is given by:
where f s is the series resonant frequency when L 0 resonates with C 0 . According to Equations (1) and (2) and Table 1 , the output static impedance of the CMUT element is about 5 Ω and resonant frequency of the CMUT is about 5.3 MHz. However, in actual operation, due to the packaging factor of CMUT and the impedance mismatch of sound waves propagating in water, the resonant frequency of actual operation will decrease. It is verified by experiments that the resonant frequency of CMUT under water is about 3 MHz. The output impedance of CMUT in other literatures are dozens kΩ or several MΩ [13, 18, 21, 23] , but the output static impedance of our CMUT device is much lower. The low output impedance requires the low input impedance of the receiver circuit to get more sensed current from the CMUT.
When designing the front-end receiver circuit of the CMUT, the impedance of the amplifier should match that of the CMUT to obtain a high SNR. Parameters, including reference input current noise, gain, and bandwidth should accord with the CMUT output current signal. The reference input current noise should be minimized so as to improve the detected sensitivity of current circuit, and the bandwidth of the amplifier and signal speed should be adjusted so as to have a high gain for reducing the influence of subsequent circuit noise on the whole system. A schematic diagram of the front-end receiver circuit with the CMUT is shown in Figure 2 . The input CMUT current flows through the Micromachines 2019, 10, 88 4 of 10 feedback resistor R f and output voltage signal is generated. The parallel capacitor C r is used in the circuit to act as low-pass filter (LPF) with R f .
Micromachines 2019, 10, 88 4 of 11 through the feedback resistor Rf and output voltage signal is generated. The parallel capacitor Cr is used in the circuit to act as low-pass filter (LPF) with Rf. Figure 2 . Schematic of the front-end receiver circuit with the CMUT and the red dotted frame is the proposed target amplifier of this design.
The transfer function of the circuit shown in Figure 2 is:
where Cp is the total parasitic capacitance, Rf is the feedback resistance, A0 is the open loop gain, and A⟶∞, so that the transimpedance gain is approximately equal to Rf. Additionally:
where gain bandwidth product (GBP) is of the op amp. For the given GBP and Cp, the feedback resistor Rf determines the values of the output voltage and the −3 dB bandwidth. Moreover, the thermal noise of the feedback resistor also contributes to the input current noise of the receiver circuit, so the value of feedback resistor Rf creates a tradeoff between gain, bandwidth, and noise. Note that the feedback capacitor Cr is not taken into consideration. We implemented a two-stage full-differential amplifier in the front-end receiver circuit system for CMUT. In order to improve the anti-interference capability of the receiver amplifier circuit, we decided to adopt a fully differential operational amplifier design to make a transimpedance amplifier with a feedback resistor between the input and the output. Compared to [13] , to minimize the noise level, the differential input pair uses PMOS instead of NMOS transistors, and a structure with an active load and a folded-cascode stage was adopted to obtain a high gain [24] [25] [26] . In order to obtain a large output voltage swing and a strong driving ability at the output stage, a rail-to-rail class AB output stage was implemented after the two-stage folded-cascode op amp circuit [27] [28] [29] . Miller compensation capacitances C0 and C1 were adopted between the input and output of amplifier topology to ensure the stability of the amplifier during closed-loop applications and to prevent the occurrence of self-oscillation. The complete two-stage op amp circuit is shown in Figure 3 . The transfer function of the circuit shown in Figure 2 is:
where C p is the total parasitic capacitance, R f is the feedback resistance, A 0 is the open loop gain, and A→∞, so that the transimpedance gain is approximately equal to R f .
Additionally:
where gain bandwidth product (GBP) is of the op amp. For the given GBP and C p , the feedback resistor R f determines the values of the output voltage and the −3 dB bandwidth. Moreover, the thermal noise of the feedback resistor also contributes to the input current noise of the receiver circuit, so the value of feedback resistor R f creates a tradeoff between gain, bandwidth, and noise. Note that the feedback capacitor C r is not taken into consideration. We implemented a two-stage full-differential amplifier in the front-end receiver circuit system for CMUT. In order to improve the anti-interference capability of the receiver amplifier circuit, we decided to adopt a fully differential operational amplifier design to make a transimpedance amplifier with a feedback resistor between the input and the output. Compared to [13] , to minimize the noise level, the differential input pair uses PMOS instead of NMOS transistors, and a structure with an active load and a folded-cascode stage was adopted to obtain a high gain [24] [25] [26] . In order to obtain a large output voltage swing and a strong driving ability at the output stage, a rail-to-rail class AB output stage was implemented after the two-stage folded-cascode op amp circuit [27] [28] [29] . Miller compensation capacitances C 0 and C 1 were adopted between the input and output of amplifier topology to ensure the stability of the amplifier during closed-loop applications and to prevent the occurrence of self-oscillation. The complete two-stage op amp circuit is shown in Figure 3 . To obtain high detection sensitivity of the CMUT front-end receiver circuit system, a high SNR is indispensable. The input reference current noise of the CMUT and the receiver amplifier circuit are mostly generated by the thermal noise of the feedback resistor Rf, the thermal and flicker noise of the amplifier and thermal noise of the CMUT [15, 17, 30] . The input reference current noise 
where RCMUT is CMUT output impedance and is given by [24] :
where k is Boltzmann constant, T is the temperature, gmP1, gmN0 and gmP3 are the transconductances of MP1, MN0, MP3, respectively, gmbN0 and gmbP3 are the substrate transconductances of MN0 and MP3, respectively. Equation (6) represents thermal noise at high frequency of the amplifier and the low frequency 1/f noise of the amplifier is unconsidered here. The second gain noise of the amplifier is also ignored and when referred to the input it is divided by the square of the first stage gain. Since
, Equation (6) can be designed with: To obtain high detection sensitivity of the CMUT front-end receiver circuit system, a high SNR is indispensable. The input reference current noise of the CMUT and the receiver amplifier circuit are mostly generated by the thermal noise of the feedback resistor R f , the thermal and flicker noise of the amplifier and thermal noise of the CMUT [15, 17, 30] . The input reference current noise i noise 2 has been given as:
where R CMUT is CMUT output impedance and V op 2 is the amplifier input reference voltage noise. According to Equation (5), in order to reduce the input current noise, the feedback resistor R f should be as large as possible and the amplifier input reference voltage noise V op 2 should be as low as possible. However, a large feedback resistor would reduce the stability and the dynamic response of the circuit. Thus, the value of R f signifies a tradeoff between the noise, gain, and stability of the circuit. The amplifier input voltage noise V op 2 is given by [24] :
where k is Boltzmann constant, T is the temperature, g mP1 , g mN0 and g mP3 are the transconductances of MP1, MN0, MP3, respectively, g mbN0 and g mbP3 are the substrate transconductances of MN0 and MP3, respectively. Equation (6) represents thermal noise at high frequency of the amplifier and the low frequency 1/f noise of the amplifier is unconsidered here. The second gain noise of the amplifier is also ignored and when referred to the input it is divided by the square of the first stage gain. Since (6) can be designed with:
where
, I D is drain source current. Since I DN0 = 2I DP1 = 2I DP3 , so, to decrease the amplifier input voltage noise,
and I DP1 should be increased, make 2µ N
and make
.The large I DP1 increase the power consumption of the circuit and
will increase the gain of the circuit and reduce the noise while reducing the bandwidth.
Thus, these parameters are compromised during the circuit design process.
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Experimental Results and Discussion
The chip layout was done using GlobalFoundries 0.18-µm CMOS technology. The size of op amp chip is 325 µm × 150 µm, as shown in Figure 4 . In order to improve the stability and reliability of the circuit chip, passivation layer is added on the chip surface to protect the internal circuit structure and prevent circuit damage. For the convenience and reliability of the chip testing, the chip is packged by low-profile quad flat package (LQFP) standard packaging technology.
The large DP1 I increase the power consumption of the circuit and large
will increase the gain of the circuit and reduce the noise while reducing the bandwidth. Thus, these parameters are compromised during the circuit design process.
The chip layout was done using GlobalFoundries 0.18-μm CMOS technology. The size of op amp chip is 325 μm × 150 μm, as shown in Figure 4 . In order to improve the stability and reliability of the circuit chip, passivation layer is added on the chip surface to protect the internal circuit structure and prevent circuit damage. For the convenience and reliability of the chip testing, the chip is packged by low-profile quad flat package (LQFP) standard packaging technology. We tested the open loop gain of the amplifier chip using an Agilent Network Analyzer E5061B (Agilent Technologies Inc, Santa Clara, CA, USA). In order to prevent damage to the instrument caused by excessive power, we used an attenuation probe during testing. The measured open loop gain was approximately 65 dB, and the GBP was approximately 29.5 MHz as shown in Figure 5a . The gain trace fluctuations in the high-gain region were caused by a decrease in dynamic performance due to the 20 dB loss of the attenuation probe. The output reference current noise was measured using an Agilent spectrum analyzer N9030A (Agilent Technologies Inc.), and the measured output current noise was divided by the transfer function to obtain input reference current noise. The measured output reference current noise was 11.87 nA/√Hz@3 MHz, and the input reference current noise was 56 nA/√Hz@3 MHz, as shown in Figure 5b . The chip was powered by ±3.3 V, and the static power consumption was 11 mW. We tested the open loop gain of the amplifier chip using an Agilent Network Analyzer E5061B (Agilent Technologies Inc, Santa Clara, CA, USA). In order to prevent damage to the instrument caused by excessive power, we used an attenuation probe during testing. The measured open loop gain was approximately 65 dB, and the GBP was approximately 29.5 MHz as shown in Figure 5a . The gain trace fluctuations in the high-gain region were caused by a decrease in dynamic performance due to the 20 dB loss of the attenuation probe. The output reference current noise was measured using an Agilent spectrum analyzer N9030A (Agilent Technologies Inc.), and the measured output current noise was divided by the transfer function to obtain input reference current noise. The measured output reference current noise was 11.87 nA/ √ Hz@3 MHz, and the input reference current noise was 56 nA/ √ Hz@3 MHz, as shown in Figure 5b . The chip was powered by ±3.3 V, and the static power consumption was 11 mW. To test the function of the proposed amplifier circuit to convert the output current of the CMUT to voltage, the CMUT was operated in the receiving mode, as shown in Figure 6a . Assuming that the total parasitic capacitance of printed circuit board (PCB) and wire is 10 pF, the input capacitance of the CMUT was approximately 905 pF, which limited the bandwidth of the front-end receiver circuit in terms of parasitic capacitance. So, the total parasitic capacitance is about 915 pF. In order to meet the CMUT bandwidth requirement (2-5 MHz) based on Equation (4), the feedback resistor Rf was chosen to be 200 Ω with a 5 MHz bandwidth. We used a standard piezoelectric transducer (PZT) to transmit ultrasonic signals and the encapsulated CMUT device to receive the signals. A 30-V DC bias voltage was applied at the bottom electrode of the CMUT. The received signal is shown in Figure 6c . It should be noted that since the static capacitance of the CMUT itself limited the bandwidth in the To test the function of the proposed amplifier circuit to convert the output current of the CMUT to voltage, the CMUT was operated in the receiving mode, as shown in Figure 6a . Assuming that the total parasitic capacitance of printed circuit board (PCB) and wire is 10 pF, the input capacitance of the CMUT was approximately 905 pF, which limited the bandwidth of the front-end receiver circuit in terms of parasitic capacitance. So, the total parasitic capacitance is about 915 pF. In order to meet the CMUT bandwidth requirement (2-5 MHz) based on Equation (4), the feedback resistor R f was chosen to be 200 Ω with a 5 MHz bandwidth. We used a standard piezoelectric transducer (PZT) to transmit ultrasonic signals and the encapsulated CMUT device to receive the signals. A 30-V DC bias voltage was applied at the bottom electrode of the CMUT. The received signal is shown in Figure 6c . It should be noted that since the static capacitance of the CMUT itself limited the bandwidth in the form of parasitic capacitance, the feedback resistor cannot be very large. Compared to [11] with full differential charge amplification, this design used fully differential transimpedance amplification to achieve 46 dB transimpedance gain, much higher than [11] , but lower than the single input transimpedance amplifier [13] [14] [15] . However, this problem could be solved if we consider to increase the GBP of the amplifier to get higher transimpedance gain under bandwidth constraints. The higher impedance gain also will increase the SNR of the receiver system. Moreover, in [13] [14] [15] , when the input current changes, the static operating point of the circuit would change accordingly, resulting in heavily nonlinear whenever the input current rises to high value. But in this paper, the op amp used class AB rail-to-rail output stage, the static operating point is constant and will not change with the input signal. Thus, the propose op amp has a better linearity than [13] [14] [15] . Additionally, the full-differential op amp has a better anti-interference ability than single-end amplifier [24] . The working mechanism of the integrated circuit test system of the transceiver is illustrated in Figure 7a . Both of high frequency single pulsed alternating current (AC) voltage and 30-V DC bias voltage were applied in the bottom electrode of Tx CMUT. The Rx CMUT sensed pulse-echo signal and current signal via the top electrode. Figure 7b ,c show the echo signal and the normalized frequency response of the pulse-echo, respectively. Here we can see, the −6 dB center frequency is 3 MHz and the transducer has a bandwidth of 2.76 MHz with a relative bandwidth of 92%. The working mechanism of the integrated circuit test system of the transceiver is illustrated in Figure 7a . Both of high frequency single pulsed alternating current (AC) voltage and 30-V DC bias voltage were applied in the bottom electrode of Tx CMUT. The Rx CMUT sensed pulse-echo signal and current signal via the top electrode. Figure 7b ,c show the echo signal and the normalized frequency response of the pulse-echo, respectively. Here we can see, the −6 dB center frequency is 3 MHz and the transducer has a bandwidth of 2.76 MHz with a relative bandwidth of 92%. 
Conclusions
We have presented the design and verification of a full-differential folded-cascode operational amplifier for CMUT front-end receiver circuit. In the operational amplifier design, the trade-offs between the gain, bandwidth, noise performance, and the power consumption are discussed in detail. By analyzing the BvD equivalent circuit model of the CMUT, the static output impedance and operating frequency of the CMUT element were obtained to match the front-end receiver circuit. Since the static capacitance of the CMUT itself limited the bandwidth in the form of parasitic capacitance, the receiver circuit was designed to meet the bandwidth constrain at the expense of the transimpedance gain. Methods are available to improve the transimpedance gain for future designs. We verified the correct operation of the amplifier via experiments involving receiver and transceiver tests with the CMUT device. It was shown that the CMUT center frequency is 3 MHz with 92% fractional bandwidth. 
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